[The use of commercial immunoenzyme kits for the diagnosis of toxoplasmosis].
The results of comparative study of sera obtained from donors and from several groups of patients with suspected toxoplasmosis are presented. The study has been carried out with the use of commercial enzyme immunoassay (EIA) kits: Toxoplasma gondii IgG EIA and Toxoplasma gondii IgM EIA manufactured by Labsystems (Finland), Sevatest ELISA IgG Toxo Micro I manufactured by Sevac (Czechoslovakia). Statistical processing of the results has confirmed the identity of these kits. The necessity of using evaluation criteria (the separation point, the scale for the interpretation of results) when working with the Sevac kits is emphasized. Comparative evaluation of antibody profiles in the sera under test suggests that the titer less than 1:1600 should be regarded as the separation point for these kits. IgM antibodies to T. gondii have been found only in 22% of patients with high titers of IgG antibodies.